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Abstract 

We  have  recently  completed  a  new  modular  system  for  accurate  measurements  of 
phase  noise  in  oscillators,  amplifiers,  frequency  synthesizers,  and  passive  components. 
This  new  system  is  capable  of  measuring  the  phase  noise  at  carrier  frequencies  from 
5  MHz  to  1.5  GHz,  1.5  to  26  GHz,  and  33  to  50  GHz.  Other  frequency  ranges  can  be 
measured  using  external  mixers  to  convert  the  signals  into  one  of  the  above  frequency 
ranges.  The  analysis  bandwidths  vary  from  0.1  Hz  to  10%  of  the  carrier  frequency  up 
to  a  maximum  of  about  1  GHz,  Extensive  internal  calibration  of  the  system  is  used 
to  correct  for  all  gain  variations  with  analysis  frequency  including  phase— lockcd-  loop 
and  cable— loss  eficcts.  We  have  also  iricludetl  a  precision  noise  source  to  calibrate  the 
spectral  density  functions  of  the  spectrum  analyzers.  As  a  part  of  this  program  we 
have  developed  a  method  for  determining  the  biases  in  the  various  spectrum  analyzers 
as  a  function  of  noise  type  and  the  confidence  of  the  spectral  density  estimates.  We 
also  investigate  the  effect  of  amplitude  noise  and  phase  delays  on  phase  noise  mea¬ 
surements.  The  combination  of  all  these  featmes  makes  it  possible,  under  favorable 
conditions,  to  measure  phase  noise  in  various  signal  handling  components  and  sources 
to  an  accuracy  of  1  dB  over  very  wide  analysis  bandwidths.  Detailed  descriptions  of 
the  new  calibration  procedures,  including  a  sample  taldc  of  uncertainties,  are  given. 
High  accuracy  determinations  of  phase  noise  can  be  used  to  compute  accurate  values 
of  short-term,  time— domain  frequency  stability. 


I.  INTRODUCTION 

We  have  developed  a  new  concept  for  the  measurement  of  phase  noise  offering  much  higher  accuracy 
and  bandwidth  than  was  possible  using  previous  approachos^^"''^- .  Thi.s  new  approach  makes  it  possible 
to  measure  phase  noise  over  bandwidths  that  approach  1Q%  of  the  carrier  frequency  (ii[)  to  a  rnaxiinum 
frequency  of  about  1  GHz)  with  an  accuracy  that  exceeds  1  dl3  under  most  conditions.  The  wide 
bandwidths  and  the  higher  accuracy  are  necessary  to  adequately  characterize  new  equipment  used  in 
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very  wide  bandwidth  communication,  navigation,  and  measurement  systems.  To  achieve  these  new 
goals,  it  was  necessary  to  develop  a  method  to  calibrate  virtually  every  aspect  of  the  measurement 
process,  to  reconsider  the  effects  of  residual  amplitude  noise,  and  to  examine  the  confidence  of  spectral 
estimates  for  non-white  noise. 


II.  MODEL  OF  A  NOISY  SIGNAL 

Equation  1  shows  the  simple  model  of  the  signal  of  a  source  where  the  frequency  fluctuations  are  very 
small  compared  to  the  average  frequency,  uq  and  the  fluctuations  in  the  amplitude  are  very  small 
compared  to  the  average  amplitude,  Vg.  The  amplitude  variations  are  incorporated  into  e(t)  and  the 
phase  or  frequency  fluctuations  are  incorporated  into 

V  {t)  —  [Vo  +  €{t)]cos[2wi/ot  +  (1) 

The  phase  noise  of  such  a  source  is  often  expressed  in  terms  of  S^(f),  the  spectral  density  of  phase 
fluctuations.  S^(f)  can  be  understood  as  the  one-sided,  mean-squared  phase  fluctuation, 
measured  at  a  Fourier  frequency  separation,  /,  from  the  carrier  in  a  measurement  bandwidth  BW, 

S^if)  =  (radVHz)  0  <  /  <  oo.  (2) 

Equations  3  and  4  show  the  relationship  between  S^{f)  and  several  commonly  used  expressions  for 
frequency  or  phase  fluctuation.  ~  f)  is  the  single-sideband  phase  noise  at  a  frequency,  /,  below 

the  carrier  while  +  /)  is  the  single  sideband  noise  at  a  frequency,  /,  above  the  carrier.  There 
may  be  conditions  under  which  the  upper  sideband  is  not  equal  to  the  lower  sideband,  Sy{f)  is  the 
spectral  density  of  fractional  frequency  fluctuations. 

SM)  =  +  +  (3) 

Syif)  =  CsM  0  <  /  <  oo  (4) 

These  measures  fully  characterize  the  random  variations  of  the  phase  of  a  precision  source.  The 
time  domain  characterization  of  the  frequency  fluctuations  are  usually  exjuessed  in  terms  of  the 
Allan  variance,  or  the  modified  Allan  variance.  Mod  o'y{r).  Both  variances  can  be  accurately 

determined  by  an  integration  of  Sy{f)  or  equivalently  S^[f)  as  shown  below,  where  the  measurement 
time  is  n  times  the  minimum  measurement  time,  tq,  and  is  the  measurement  bandwidth.  An 
accuracy  of  1  dB  in  determining  S^[f)  corresponds  to  about  10%  accuracy  in  determining  o'y(r)  or 
Mod  <ry(r).  Numerical  integration  techniques  have  been  used  to  extend  earlier  work  and  calculate 
the  ratio  of  Mod  (r)  to  <7^(7-)  for  all  the  common  noise  types  found  in  oscillators  and  measurement 
systems  as  shown  in  Figure  This  makes  it  possible  to  transform  from  (7^(7-)  to  Mod  (7y(r)  and 

back  for  virtually  any  value  of  n.  Mod  o'y(r)  averages  the  high-frequency-phase-noise  components 
of  white-phase  and  flicker-phase  noise  faster  than  <7y(r).  This  can  be  very  useful  in  measuring  the 
long-term  performance  of  a  source  which  has  high  frequency  noise  cornponentsI'*~^l,  The  inversion  of 
<7^(7')  or  Mod  to  obtain  S^[f)  has  relatively  poor  precision  d»je  to  the  integral  nature  of  the  time 

domain  measures.  These  inversions  are 
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Generally,  the  effect  of  the  time  variations  on  the  signal  amplitude,  V[t),  as  characterized  by  the  power 
spectral  density  of  amplitude  fluctuations,  S'„(/),  are  ignored  in  the  measurement  of  S^{f).  However, 
5'„(/)  often  sets  the  lower  limits  for  the  measurement  of  added  noise  in  devices  and  in  determining 
the  noise  floor  of  measurement  systems.  Su{f)  is  given  by 


SPf)  =  (rel  to  carricr/Hz)  or  (8) 

10LogiSu(/)  (dBc/Hz) 

where  S€^{f)  is  the  mean-squared  amplitude  fluctuation  measured  at  a  Fourier  frequency  separation, 
/,  from  the  carrier  in  a  measurement  bandwidth,  BW. 

III.  PHASE  NOISE  MEASUREMENT  SYSTEM 

Figure  2  shows  a  block  diagram  of  our  new  modular  phase  noise-measurement  system  for  measuring 
phase  noise  in  oscillators,  amplifiers,  frequency  synthesizers  and  other  devices.  As  presently  configured, 
three  front  end  units  cover  the  bands  of  5  to  1500  MHz,  1.5  to  26  GHz,  and  33  to  50  GHz.  Other 
frequency  ranges  can  be  easily  added  by  the  installation  of  cables  which  carry  the  apjiropriate  reference 
frequencies  as  discussed  below,  or  by  using  external  mixers  to  heterodyne  the  frequencies  into  the  range 
of  one  of  the  three  present  front  ends.  Using  this  latter  approach  makes  it  possible  to  extend  the  range 
to  cover  the  entire  millimeter  range  and  most  laser  frequencies  as  well. 

All  three  front  ends  feature  directional  couplers  for  continuous  monitoring  of  the  frequency  or  power 
of  the  input  signals.  They  also  have  internal  phase  shifters  for  use  in  making  measurements  of  the 
noise  floor  or  the  phase  added  by  signal  handling  components.  The  power  meter  covers  100  kHz  to  50 
GHz  while  the  counter  covers  0.001  Hz  to  26  GHz.  The  modulation  reference  source  covers  0.1  Hz  to 
1  GHz.  The  low-phase-noise  frequency  reference  has  outputs  at  5,  10,  100,  N  X  500  MHz  (1  <  N  < 
30),  10.6  GHz,  21.2,  GHz  and  42.4  GHz.  There  is  also  a  low  noise  frequency  synthesizer  which  cover 
10  kHz  to  1.28  Gtiz. 
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The  system  can  be  run  manually  from  the  front  panels  of  the  various  instruments  or  run  from  an  AT- 
compatible  microprocessor.  The  microprocessor  makes  it  easy  to  perform  a  wide  variety  of  calibrations, 
to  correct  for  variations  in  the  various  instruments  over  the  frequency  range  of  interest.  As  with 
previous  systems,  a  mixer  is  used  to  transform  phEise  variations  to  voltage  variations  that  are  measured 
by  various  spectrum  analyzersl^'^l.  The  signal  from  the  mixer  in  each  of  the  front  ends  is  switched 
to  a  common  amplifier  that  has  several  output  channels.  Each  is  optimized  to  drive  a  particular 
measurement  instrument.  There  are  three  spectrum  analyzers,  a  100  MIIz  digital  oscilloscope  and 
a  multipurpose  counter.  By  far  the  most  difficult  task  is  to  determine,  with  an  accuracy  of  0.5  dB, 
the  sensitivity  of  the  mixer  for  converting  small  phase  variations  to  voltage  variations  for  Fourier 
frequencies  from  dc  to  about  1  GHz.  In  previous  approaches  the  mixer  calibration  was  accomplished 
with  amplifiers  that  were  very  flat  with  frequency  and  by  calibrating  the  mixer  conversion  sensitivity 
using  the  beat  frequency  methodl^’^l.  This  is  possible  for  Fourier  frequencies  which  are  very  small 
compared  to  the  carrier,  but  extremely  difficult  at  higher  Fourier  frequencies  due  to  the  dependence 
of  the  reactive  impedance  of  the  mixers  on  termination  and  source  charactcristicsl^l.  Otit  new  method 
overcomes  this  difficulty. 

IV.  BASIC  MEASUREMENT  PROCESS 

The  first  step  in  the  measurement  of  phase  noise  between  two  oscillators  is  to  adjust  the  input  drive 
levels  of  the  signal  and  reference  channels  to  between  +13  and  +23  dBm.  Next  we  use  the  beat 
frequency  method  to  calibrate  the  absolute  sensitivity  for  transforming  small  variations  in  phase  to 
voltage  variations  at  the  output  of  the  scope  channel  shown  in  Figure  3.  The  period  of  one  beat  cycle 
(27r  rad)  is  determined  using  the  digital  oscilloscope.  The  oscilloscope  is  then  used  to  digitize  the  beat 
signal  and  determine  the  average  slope  at  approximately  ±  0.05  radians  of  the  zero  crossing.  The 
oscilloscope  channel  uses  a  relatively  low-gain  (22  dB)  operational  amplifier  with  high  slewing  rate 
and  dynamic  range.  This  measurement  is  done  at  a  low  beat  freqtiency  where  the  frequency  response 
of  both  the  mixer  and  the  amplifier  is  constant.  The  sensitivity  at  the  output  of  the  oscilloscope 
channel  is  just 

/cj  =  slope  (V/s)  T(s)/(27r)  (volts/rad).  (9) 

We  measure  both  the  positive-going  and  the  negative-going  zero  crossings  to  verify  that  they  are 
equal  to  better  than  10%.  If  they  are  not  the  same  the  mixer  may  be  damaged  or  there  may  be 
significant  injection  pulling  which  would  invalidate  the  slope  measurements,  'irhc  injection  pulling 
can  be  reduced  by  increasing  the  beat  frequency.  When  the  beat  signal  is  noisy,  it  is  averaged  with 
the  digital  oscilloscope  to  improve  the  precision  of  the  measurement.  Typically,  this  measurement  is 
accurate  to  better  than  1%,  which  corresponds  to  ±  0.09  dB  in  the  determination  of  S^{f). 

The  tuning  sensitivity  of  one  of  the  oscillators  is  then  determined  using  the  counter  and  a  pro¬ 
grammable,  voltage-bias  source.  This  measurement,  along  with  the  determination  of  kd,  is  used 
to  calculate  the  appropriate  gain  and  integration  times  to  close  the  phase  lock  loop  (PLL).  The  dc 
output  voltage  from  the  mixer,  divided  by  kd,  yields  the  phase  deviation  from  quadrature.  This  phase 
offset  is  continuously  monitored  to  verify  that  it  does  not  exceed  0.1  rad.  If  this  limit  is  exceeded, 
an  error  message  is  sent  to  the  operator.  The  phase  noise  data  are  also  tagged  with  the  peak  phase 
deviation  during  the  entire  run.  This  is  intended  to  help  in  the  detection  of  large  phase  excursions 
during  the  measurements  which  would  invalidate  the  data. 
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Once  the  phase  lock  is  executed  and  the  phase  deviations  from  quadrature  arc  verified  to  be  less 
than  ±  0.1  rad,  a  special  phase  modulator  is  used  to  determine  the  relative  gains  of  all  the  amplifiers 
over  the  entire  range  of  Fourier  frequencies  of  interest.  A  schematic  diagram  of  the  phase  modulator, 
which  is  used  in  each  front  end  to  generate  phase  modulation  on  the  reference  carrier  signal,  is  shown 
in  Figure  4.  A  small  portion  of  the  input  carrier  signal  is  coupled  into  a  processing  channel  using 
a  directional  coupler.  This  signal  is  phase  shifted,  bi-phase  amplitude-modulated  using  a  double 
balanced  mixer,  and  reinserted  into  the  carrier.  If  the  phase  shift  is  such  that  the  reinserted  signal  is 
at  precisely  90°  to  the  carrier,  the  resulting  modulation  is  phase  modulation  with  negligible  amplitude 
modulation.  This  is  illustrated  by  the  vector  diagram  in  Figure  2.  This  special  condition  of  nearly 
pure  phase  modulation  is  obtained  in  practice  by  monitoring  the  signal  after  the  phase  modulator  and 
actively  adjusting  the  phase  shift  until  the  amplitude  modulation  is  minimized.  This  eliminates  the 
need  to  actually  measure  the  phase  shift.  The  adjustment  need  only  be  made  at  the  beginning  of  a 
measurement,  since  it  is  very  stable. 

Figure  5  shows  the  variation  in  the  amplitude  of  the  phase  modulation  tones  introduced  by  three 
phase  modulators  of  the  type  shown  in  Figure  4  as  a  function  of  the  frequency  of  the  modulation. 
This  figure  shows  that  it  is  possible  to  insert  phase  modulation  tones  (on  the  carrier)  that  are  constant 
in  amplitude  to  ±  0.5  dB  from  dc  up  to  5  to  40%  of  the  carrier  frequency.  The  difference  in  performance 
is  evidently  related  to  the  standing-wave  ratio  introduced  by  the  components. 

To  calibrate  the  relative  gains  of  the  various  measurement  channels,  t  he  frequency  of  the  modulation 
is  swept  over  the  range  of  Fourier  frequencies  of  interest,  and  the  response  of  tlie  various  measurement 
instruments  is  recorded.  The  ratio  of  the  response  of  the  instruments  is  then  the  relative  gain.  This 
corrects  for  frequency-dependent  effects  in  the  mixer  and  amplifiers,  the  effect  of  the  PLL  on  the  low 
frequency  gains,  cable  losses,  and  even  errors  in  the  internal-voltage  references  of  the  instruments. 
Since  the  absolute  response  of  the  oscilloscope  channel  was  determined  above,  using  the  beat  frequency 
method,  the  sensitivity  of  all  the  other  channels  can  be  calculated.  The  repeatability  of  the  measure¬ 
ment  of  the  relative  gains  of  the  amplifiers  and  their  measurement  instruments  is  typically  better  than 
±  0.02  dB  up  to  32  MHz  and  about  ±  0.2  dB  up  to  0.5  GHz. 

The  spectral  density  function  of  the  low-frequency  spectrum  analyzer  is  verified  using  the  noise  source 
shown  in  Figure  6  where  the  output  is  proportional  to  the  Johnson  noise  from  a  metal-film  resistor.  The 
gains  of  the  amplifiers  are  determined  to  0.05  dB  from  the  ratios  of  resistors,  fi'he  noise  density  output 
is  known  to  ±  0.14  dB  from  20  Hz  to  20  kHz.  At  higher  frequencies  the  noise  gain  of  the  amplifiers 
becomes  important  and  is  compensated  to  0.2  dB  out  to  100  kHz.  Figure  7  shows  a  calibration  of 
the  spectral  density  function  of  the  low-frequency  spectrum  analyzer  for  several  different  window 
functionsf^^l.  The  Hanning  window  has  proven  to  be  the  most  suitable  for  measuring  noise  while 
the  “Flattened-Peak  window”  is  best  suited  for  the  measurement  of  discrete  peaks^^^!.  The  primary 
uncertainty  in  the  20  Hz  to  20  kHz  region  is  the  temperature;  ±  10  K  corresponds  to  ±  0.14  dB 
in  the  noise  density.  The  effect  of  the  input-noise  current  and  added-noise  voltage  of  the  amplifier 
is  determined  by  measuring  the  output-noise  density  for  input  terminations  of  10®  ohms,  220  pF  in 
parallel  with  44  X  10®  ohms  and  a  short.  This  noise  source  can  be  injected  into  the  out, put  of  the  mixer 
and  used  with  the  relative  gains  to  verify  the  measurement  bandwidths  of  the  other  two  spectrum 
analyzers. 

The  next  step  in  the  process  is  to  measure  the  noise  voltage  on  the  three  spectrum  analyzers.  This 
data  is  stored  and  later  scaled  by  the  relative  gains  and  measurement  bandwidtlis  to  obtain  (/)• 
The  statistical  confidence  of  the  data  is  calculated  using  the  method  outlined  previouslyt^^l  For  the 
low-frequency  spectrum  analyzer,  which  is  a  fast-Fourier-transforrn  (FFT)  device,  the  confidence 
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interval  is  virtually  independent  of  the  noise  type  (if  the  first  few  channels  are  neglected),  and  is  given 

by 


S  =  Srr.il  ±^),  (10) 

where  S  is  the  true  spectral  density,  Sm  the  measured  spectral  density,  and  N  the  number  of  indepen¬ 
dent  samples  averaged  together.  For  the  other  spectrum  analyzers,  which  use  sweeping  techniques, 
the  confidence  interval  is  roughly  the  square  root  of  the  ratio  of  the  measurement  bandwidth,  before 
the  detector,  to  the  smoothing  bandwidth.  Accurate  determinations  of  the  confidence  intervals  for 
specific  instruments  can  be  obtained  usingl^^l. 

V.  CORRECTIONS  FOR  NOISE  FLOOR,  3-CORNER  HAT 


The  above  procedure  determines  only  the  phaise  noise  BETWEEN  the  two  oscillators  plus  the  noise 
floor  of  the  measurement  system,  and  does  not,  by  itself,  determine  the  noise  of  either  oscillator.  All 
we  can  say  with  certainty  is  that  the  phase  noise  of  both  oscillators  is  less  than  the  measured  value. 
To  determine  the  phase  noise  of  each  unit,  it  is  necessary  to  evaluate  several  additional  terms  which 
contribute  to  the  apparent  phase  noise  as  shown  in  equation  [11]  and  to  measure  both  of  the  oscillators 
against  another  source  of  nearly  equal  noise  performance. 

f  ^  [A4>A{f)  -  A<f>Bif)]^  ,  K?(/)|mixer  +  ^n|Amp  +  [(^n(/)|5A]/<^^ 

sAfhAB  =  - 2w - + - fcl - 

+SvA{f)^A  + (11) 

where  [A^x(/)  ~  A^b(/)^]  is  the  mean-squared  phase  fluctuations  between  the  two  ports  of  the  mixer 
and  the  three  V„  terms  represent  the  amplitude  noise  of  the  mixer,  the  amplifier,  and  low  pass  filter, 
and  the  noise  of  the  spectrum  analyzer  scaled  by  the  amplifier  gain.  S^j^if)  is  the  amplitude  noise  of 
source  A  and  is  the  sensitivity  of  the  mixer  for  converting  amplitude  noise  into  voltage  noise  at  the 
output  of  the  mixer.  S'ub(/)  represents  similar  terms  for  source  B.  For  simple  oscillators  the  amplitude 
noise  of  a  source  is  generally  no  worse  than  the  phase  noise.  This  condition  does  not  necessarily  hold 
true  for  complex  systems  with  automatic  leveling  circuits.  Equation  [ll]  can  be  simplified  to 

S<l>if)\AB  =  S^aU)  +  S^sif)  +  +  SvAiDPl  +  SvA0l.  (12) 

'^d 

The  noise  floor  of  the  measurement  system  when  driven  by  source  A  alone  (A  =  B)  is  given  by 

V^(  f) 

(/)|Noise  Floor  ^iPa{^'>^ f ’’’delay)  72  i"  ‘^Va(/)/5a  “1“  ^i!>if)\ps  (l^) 

where  <S^(/)|p^  is  the  added  phase  noise  of  the  power  splitter. 

The  term  resulting  from  the  phase  difference  between  the  two  ports  of  the  mixer  drop  out  except  for 
a  new  term  which  results  from  the  90°  phase  difference  (between  the  ports)  that  is  necessary  for  the 
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mixer  to  operate  properly.  This  results  in  a  dephasing  of  the  phase  noise  of  the  source  between  the 
two  ports  of  the  mixer.  The  portion  of  the  source  appearing  across  the  mixer  increases  as  and  has 
the  character  of  a  delay-hne,  phase-noise-measurement  system.  This  term  is  very  important  in  wide¬ 
band,  phase-noise-measurement  systems,  and  is  only  16  dB  below  the  source  noise  for  /  =  vq/\Q,  and 
r  =  l/(4^'o)-  The  noise  floor  is  also  dependent  on  the  amplitude  noise  of  the  delay  source  scaled  by 
the  conversion  sensitivity  of  mixer. 

Figure  8  shows  one  approach  to  measuring  amplitude  noise.  The  conversion  sensitivity  of  the  diode 
detector  and  the  amplifier  gain  can  be  determined  at  a  specific  carrier  frequency  and  power  level  using 
a  substitute  source  that  can  be  amplitude  modulated.  If  the  amplitude  modulation  signal  is  of  the 
form, 

V  =  Vo[l  +  Ao  cos  at]  cos  ut, 

where  the  relative  power  at  the  modulation  frequency  a  is  Ao/2  assuming  /Iq  <£;  1  and  a  linear  detector. 
The  signal  detected  at  the  spectrum  analyzer  is 

Output  =  ^G^{a)K\j^{i^o,Vo,a), 

where  G^(q!)  is  the  square  of  the  voltage  gain  of  the  amplifier  at  frequency  a,  and  K\f^[uo,Vo,a)  is 
the  conversion  sensitivity  of  the  diode.  -S'«(/)  of  the  source  of  interest  is  then  determined  using  the 
same  G^{f)  and  The  value  of  SvaH)  determined  by  this  approach  is  an  upper  limit  since  it 

does  not  directly  determine  the  noise  contribution  of  the  diode  or  the  amplifier. 

The  noise  contribution  of  the  amplifier  can  be  determined  by  measuring  the  noise  wltli  no  input  signal. 
The  measurements  of  the  diode  noise  can  sometimes  be  determined  by  comparing  the  results  of  several 
low-noise  sources.  These  measurements  are  used  to  determine  SvB^f)  estimate  Vn{f). 

Table  1  shows  the  pair  measurement  of  the  phase  noise  of  a  frequency  synthesizer  against  a  low-noise 
quartz  oscillator  at  5  MHz,  The  amplitude  noise  was  measured  using  the  scheme  shown  in  Figure 
8.  At  low  Fourier  frequencies  the  amplitude  noise  is  lower  than  the  phase  noise.  However,  at  higher 
Fourier  frequencies,  the  amplitude  noise  is  higher  than  the  phase  noise.  When  the  noise  floor  of  the 
measurement  system  was  measured,  the  noise  floor  was  relatively  high.  By  determining  the  mixer 
sensitivity  for  converting  amplitude  noise  into  output- volt  age  noise  we  could  approximate  the  noise 
floor  from  the  measured  amplitude  noise  by  Sv{f)\Al^A-  This  shows  that,  in  some  circumstances,  it  is 
the  amplitude  noise  and  not  the  phase  noise  of  the  source  that  limits  differential  measurements  such 
as  the  system  noise  floor  or  the  phase  noise  added  by  a  component. 

The  relative  contributions  of  sources  A  and  D  to  the  pair  measurement  of  equation  12  is  determined  by 
measuring  both  sources  against  another  source,  C.  The  phase  noise  of  C  should  be  roughly  comparable 
or  lower  in  phase  noise  than  those  of  A  or  B.  Equation  16  shows  how  these  measurements  can  be 
combined  with  measurements  of  the  noise  floor  and  the  amplitude  noise  to  yield  an  unbiased  estimate 
of  S^{f)  for  source  A. 

+  S4,{f)\AC  +  S^{f)\BC  =  2S^A  +  ^^+‘2SvA{f)Pl.  (14) 

‘^d 

Table  2  shows  the  results  of  a  precise  calibration  of  the  phase  noise  of  a  100  MHz  frequency  synthesizer 
against  a  low-noise  quartz  oscillator.  The  analysis  covers  the  range  from  32  Hz  to  10  MHz  or  10%  of 


the  carrier  frequency.  The  column  showing  modulation  level  indicates  the  modulation  level  detected  on 
the  two  spectrum  analyzers  used  for  this  calibration.  The  absolute  sensitivity  of  the  mixer  multiplied 
by  the  gain  of  the  oscilloscope  channel  at  100  Hz  was  12.8  dB.  The  difference  between  the  gain  of  the 
oscilloscope  channel  and  the  FFT  channel  was  14.3  dB.  Combining  these  calibrations  yields  the  vjilues 
for  the  pair  measurements  of  S^[f).  Also  listed  is  the  amplitude  noise  of  the  frequency  synthesizer 
(source  A).  The  sensitivity  of  the  mixer  for  converting  the  amplitude  noise  into  output  noise  was  -25.3 
dB.  When  this  is  combined  with  the  measured  amplitude  noise,  the  result  is  much  below  the  measured 
phase  noise.  This  result  indicates  that  amplitude  noise  has  negligible  affect  on  the  phase  noise  of  these 
measurements.  Direct  measurements  of  the  noise  floor  of  the  system,  using  the  synthesizer  as  the 
driving  source,  indicate  that  the  noise  floor  of  the  system  also  has  negligible  effect  on  the  measured 
phase  noise.  Measurements  of  the  phase  noise  against  another  source  show  that  the  phase  noise  of 
the  synthesizer  is  20  to  30  dB  above  the  noise  of  the  crystal  oscillator  (source  B).  The  last  column 
shows  the  final  result  of  calibration.  The  uncertainties  in  the  various  steps  of  the  calibration  are 
listed  in  Table  3.  The  combination  of  these  uncertainties  is  approximately  ±  1  dB.  The  differences 
between  columns  4  and  7  for  Fourier  frequencies  of  50,  70,  and  100  klfz  are  indicative  of  the  statistical 
uncertainties  of  the  noise  spectral  density  measurements  from  the  two  channels. 


VI.  CONCLUSION 


We  have  outlined  a  new  concept  for  the  measurement  of  phase  noise  which  features  an  accuracy  of 
1  dB  under  most  conditions,  and  analysis  bandwidths  of  approximately  10%  of  the  carrier  frequency 
up  to  a  maximum  of  1  GHz.  A  model  which  contains  all  the  known  contributions  to  the  uncertainties 
in  the  measurement  of  phase  noise  is  presented.  This  new  approach  uses  a  new  type  of  ultra-flat 
phase  modulator  to  determine  all  of  the  frequency  dependent  changes  in  the  response  of  the  mixer, 
the  various  amplifiers,  cable  losses,  and  even  the  internal  califjration  of  the  spectrurri  analyzers.  The 
role  of  amplitude  noise  in  the  sources  is  also  examined.  It  is  shown  that  under  some  circumstances 
(especially  differential  measurements  such  as  the  noise  floor  of  a  system  or  the  phase  noise  added  by 
a  signal  processing  component)  the  amplitude  noise  of  the  sources  limits  the  ability  to  measure  phase 
noise.  It  was  also  shown  that  when  measuring  the  added  phase  noise  of  signal-handling  components, 
the  dephasing  due  to  the  90°  phase  shift  needed  to  operate  the  mixer  in  a  linear  region,  limits  the 
cancellation  of  the  phase  noise  of  the  source.  Combining  all  of  these  features,  we  are  able,  under 
most  conditions,  to  determine  the  phase  noise  of  signal  sources  and  signal  handling  components  to  an 
accuracy  of  ±  1  dB. 
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Table  1. 

MEASUREMENTS  OF  S^ (f )  (9  5  MHz  SYNTHESIZER  VS  OSCILLATOR 


f 

(Hz) 

S*(f)lAB 

(dB  Rel  Rad^/Hz) 

(^) 1 AB 

(dBc/Hz) 

Sv(f)lA 

(dBc/Hz) 

Measured 
Noise  Floor 
(dBc/Hz) 

32 

-119.8 

-126.0 

«  -151.0 

-154.0 

100 

-124.2 

-127.0 

==  -152.0 

-154.0 

1  K  -132.1 

-132.0 

=  -157.0 

-158.0 

10  K  -137.3 

-133.0 

==  -158.0 

-158.0 

100  K  -136.8 

-133.0 

=  -158.0 

-158.0 
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Table  2. 


MEASUREMENTS  OF  S^  (F)  g  100  KHz  SYNTHESIZER  VS  OSCILLATOR 


0.050  to 

32  MHz  SA 

0.1  Hz 

to  100 

kHz  SA 

AM 

NOISE 

NOISE  FLOOR 

RESULT 

f 

(Hz) 

Noise 

(dBV/Hz) 

Mod 

level 

(dBV) 

(^)ab 

(rad^/Hz) 

Noise 

(dBV/Hz) 

Mod 

level  Sj(f).g 
(dflV) (rad^/Hz) 

SvA(f) 

(dBc/Hz) 

Pi 

(dB) 

SvA(f)  Pi 

(dBV/Hz)  (Rad^/Hz) 

S*Cf)AB 

(Rad^'/Hz) 

10  M 

-99.1 

-11.48 

-148.0 

-164 

-148.0 

5  K 

-96.0 

-10.85 

-145.6 

-160 

-145.6 

2  M 

-94.8 

-10.86 

-144.3 

-152 

-144.3 

1  M 

-92.0 

-11.33 

-141 . 1 

-150 

-141.1 

300  k 

-84.7 

-11.93 

-133.2 

-147 

-133.2 

100  k 

-85.6 

-14.63 

-131.4 

-107.2 

-36.07 

-131.5 

-141 

-25.3 

-166 

-163.0 

-131.4 

70  K 

-88.4 

-17.01 

-131.8 

-106.7 

-34.94 

-132.2 

-132.0 

50  k 

-91.5 

-20.10 

-131.9 

-105.8 

-34.22 

-132.0 

-132.0 

30  k 

-105.5 

-33.76 

-132.1 

-142 

-167 

-163.0 

-132.1 

10  k 

-106.4 

-33.38 

-133.4 

-147 

-172 

-163.5 

-133.4 

3  k 

-105.8 

-33.34 

-132.9 

-143 

-168 

-163.0 

-132.9 

1  k 

-102.5 

-33.49 

-129.4 

-144 

-169 

-163.0 

-129.4 

300 

-102.4 

-35.24 

-127.6 

-144 

-169 

-162.0 

-127.6 

100 

-102.7 

-41.79 

-121.3 

-139 

-164 

-159.0 

-121.1 

32 

-102.0 

-47.47 

-114.9 

-135 

-160 

-155.0 

-114.8 

Table  3.  Table  of  Uncertainties 


EFFECT 

OFFSET 

UNCERTAINTY  (dB) 

Spectral  density 
function  of  100 
kHz  Spect.  Analy. 

0 

0.2 

Spectral  density 
function  of  32 

MHz  Spect. Analy, 

0 

0.2 

Determination  of 
mixer  sensitivity 

See  Table  2 

0.1 

Relative  gains 
of  amplifiers 

See  Table  2 

0.02 

Linearity  of  100 
kHz  Spect.  Analy. 

0 

0.15 

Linearity  of  32 

Mhz  Spect,  Analy. 

0 

0.2 

Statistical 
confidence  of 
data 

0 

±  1/(200)^ 

Contribution  of 
system  noise 
floor 

0 

0.05 

unfolding 

3  corner  hat 

0 

0.1 

Contribution  of 
residual  AM 

0 

0.05 
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FUTURE  PLANS 


This  paper  is  essentially  a  progress  report  on  the  development  of  the  two  new  hydrogen  masers.  More 
comprehensive  results  will  be  reported  at  a  later  date,  when  all  the  final  electronic  circuits  are  in  use.  It 
is  planned  to  obtain  frequency  stabihty  data  under  free-running  conditions  and  with  the  two  different 
tuning  systems  before  deciding  which  system  gives  rise  to  the  best  long  term  frequency  stability.  After 
this  decision  is  made  the  masers  will  be  incorporated  into  the  NRC  time  scale  as  clocks. 
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Fig.  2,  Detail  of:  cavity  region  showing  thermal  shields  and  kinematic  supports. 
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Fig.  3.  Detail  of  vacuum  seal  to  the  hydrogen  source.  The  seal  is  shown  in  process  of  asscmbl 
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Fig.  4.  Simplified  block  diagram  of  the  maser  receiver. 


Fig.  5.  Block  diagram  of  system  designed  to  produce  beats  between  the  masers. 
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QUESTIONS  AND  ANSWERS 


ALBERT  KIRK,  JPL:  How  do  you  introduce  the  hydrogen  into  the  dissociator  bulb  and  what  kind 
of  seal  do  you  use  there? 

MR.  MORRIS:  We  use  a  palladium  leak  which  is  brazed  on  and  then  copper  seals  are  used. 

MR.  KIRK:  Copper  seals  between  the  palladium  and  the  glassware? 

MR.  MORRIS:  There  is  a  metal-glass  seal  and  then  the  stainless  steel  tubing  seal  with  copper  rings 
seal  to  the  palladium  leak. 

FRED  WALLS,  NIST:  Do  you  have  any  magnetic  shielding  between  the  source  and  the  state  selector 
and  the  entrance  to  the  magnetic  shields  around  the  cavity? 

MR.  MORRIS:  No,  we  don’t.  We  have  a  coil  that  can  be  activated  if  necessary  in  the  region  between 
the  source  and  the  underside  of  the  magnetic  shields.  We  haven’t  really  had  a  chance  to  look  at  any  effects 
yet,  but  a  quick  look  at,  applying  reasonable  currents,  seemed  to  show  no  change  in  oscillation  level. 

DAVID  ALLAN,  NIST:  The  turn  up  in  the  a  vs.  r  curve,  was  that  cavity  pulling  or  do  you  know 
what  be  the  cause? 

MR.  MORRIS:  We  had  no  temperature  control  on  the  masers,  there  were  cables  all  over  the  place. 
It  was  just  to  get  an  initial  look  at  how  they  were  working.  We  don’t  have  the  ijropcr  receivers  in  operation 
yet,  either. 
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